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Abstract
Background: The Wii Balance Board (WBB) has been proposed as an inexpensive alternative to laboratory-grade
Force Plates (FP) for the instrumented assessment of balance. Previous studies have reported a good validity and
reliability of the WBB for estimating the path length of the Center of Pressure. Here we extend this analysis to 18
balance related features extracted from healthy subjects (HS) and individuals affected by Multiple Sclerosis (MS)
with minimal balance impairment.
Methods: Eighteen MS patients with minimal balance impairment (Berg Balance Scale 53.3 ± 3.1) and 18 age-matched
HS were recruited in this study. All subjects underwent instrumented balance tests on the FP and WBB consisting of
quiet standing with the eyes open and closed. Linear correlation analysis and Bland-Altman plots were used to assess
relations between path lengths estimated using the WBB and the FP. 18 features were extracted from the
instrumented balance tests. Statistical analysis was used to assess significant differences between the features
estimated using the WBB and the FP and between HS and MS. The Spearman correlation coefficient was used to
evaluate the validity and the Intraclass Correlation Coefficient was used to assess the reliability of WBB measures with
respect to the FP. Classifiers based on Support Vector Machines trained on the FP and WBB features were used to
assess the ability of both devices to discriminate between HS and MS.
Results: We found a significant linear relation between the path lengths calculated from the WBB and the FP
indicating an overestimation of these parameters in the WBB. We observed significant differences in the path lengths
between FP and WBB in most conditions. However, significant differences were not found for the majority of the other
features. We observed the same significant differences between the HS and MS populations across the two
measurement systems. Validity and reliability were moderate-to-high for all the analyzed features. Both the FP and WBB
trained classifier showed similar classification performance (>80%) when discriminating between HS and MS.
Conclusions: Our results support the observation that the WBB, although not suitable for obtaining absolute measures,
could be successfully used in comparative analysis of different populations.
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Background
Balance maintenance is a complex task that depends on
the continuous flow of proprioceptive information from
the muscles, tendons, joints, skin, vestibular and visual
systems toward the Central Nervous System (CNS) [1].
In individuals affected by Multiple Sclerosis (MS), the
extended damage that the disease causes in the CNS
leads to a decreased ability in integrating the afferent
proprioceptive information, thus negatively influencing
postural response and the ability to safely maintain bal-
ance [2–4]. Balance deficits are often observed in pa-
tients affected by MS and account for a great part of the
disability associated with the disease [5]. In MS patients
with moderate impairment, the progressive deterioration
of static and dynamic balance represents a relevant
symptom of the progression of the disease [6]. Previous
studies have reported that 30 to 63% individuals affected
by MS experience a fall event between 1 and 12 months
since the onset of the disease [7]. Moreover, MS patients
are at high fall risk since early after the onset of the first
symptoms of the disease, even before weakness during
locomotion and decreased balance become clinically
relevant [8]. In addition, balance has been shown to be
impaired in the MS population even before the onset of
observable clinical disability [9]. Being able to detect
minimal changes in the balance ability of MS patients is
then of paramount importance for tracking the progres-
sion of the disease and evaluating the potential positive
effects of therapy [10–12].
Balance in MS is often evaluated using clinical scales,
such as Berg Balance Scale. Nevertheless these scales
suffer from ceiling and/or flooring effects [13] and, in
the MS population, have been shown to hold good speci-
ficity but limited sensitivity [14]. Center of Pressure
(COP) related balance measures obtained from
laboratory-graded force platforms (FP) represent a useful
complement to the clinical scales for the evaluation of
stability and risk of falling [15, 16]. Several different
COP-derived features have been studied in the literature
in the past years. The most common ones are sway-
related measures that have been shown to change sig-
nificantly in elderly [17] and impaired populations (e.g.,
Parkinson’s, MS, Stroke) [18–21] and to be related with
fall risk [15]. More complex features have also been pro-
posed for explaining the different open and closed loop
mechanisms the CNS employs when controlling balance
[22]. FP-based balance parameters can be used to better
discriminate among subjects with different levels of bal-
ance impairment and/or different associated fall risk and
could possibly be used to evaluate changes in balance
after specific interventions [7].
Static and dynamic posturographic analyses have been
proposed in the past as means to evaluate balance in MS
patients. Previous studies have shown that FP-based
measures show clear differences between minimally im-
paired MS patients and healthy controls [23–25] suggest-
ing the possibility of using FPs to track changes in balance
control before their manifestation in the clinical scales [7].
Nevertheless, the potential of employing FP-based
measures as a complement for balance evaluations in
MS patients is limited by the fact that commercial
laboratory-grade FPs present high prices (>10 k $) and
require dedicated spaces and trained personnel.
For these reasons, in recent years there has been a
surge of interest into low cost applications and specific-
ally in the use of the Nintendo Wii Balance Board
(WBB) for balance assessment [26]. The WBB is
equipped with four force sensors placed at the four cor-
ners of the board that are used to evaluate the distribu-
tion of the weight on the board and the vertical ground
reaction forces. These values are used to estimate the
position of the x and y components of the COP. The
limited cost of the WBB has attracted the attention of
the clinical community and its use has been investigated
for both training and diagnostic means [27–36]. Few
studies have compared the validity and reliability of the
WBB in estimating COP path lengths in healthy individ-
uals [26], elderly [37], individuals affected by Parkinson’s
disease [38] and recently by MS [39]. All these studies
showed a high reliability of the system and an acceptable
comparability with respect to standard FP-based mea-
sures when measuring COP path length.
The WBB potentially allows for the development of
simple and reliable balance tests that could be used
to complement clinical assessments in patients at dif-
ferent levels of disability, including those who are
likely to develop fall risk but do not show substantial
impairments in the clinical balance scales. In this per-
spective, in this study we aim to assess the possibility
of using the WBB to track changes in balance of MS
patients with minimal balance impairment during
static posturographic tests. Specifically, in this work
we aim to: a) improve on current validation of the
WBB in tracking COP related features by testing its
validity and reliability with respect to a standard FP
in estimating 18 standard and complex balance fea-
tures; b) systematically investigate how these 18 fea-
tures change in MS patients with minimal balance
impairment with respect to healthy control subjects;
c) test the hypothesis that the WBB could be used as
reliably as a laboratory-grade FP to discriminate be-
tween HS and MS patients with minimal balance im-
pairment during static posturographic tests. The
results obtained in this study will inform on the feasi-
bility of using the WBB as a low-cost balance assess-
ment tool for the early detection of postural
disabilities and the tracking of balance impairments
in the MS population.
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Methods
Participants
18 individuals with a MS diagnosis according to McDo-
nald’s criteria [40, 41] (MS group, 7 males, 11 females;
age = 53.6 ± 12.9 years; height = 166.1 ± 6.2 cm; body
mass = 69.3 ± 13.1 kg; years after MS diagnosis = 14.3 ±
12.3) were recruited in this study. Recruitment of the pa-
tients took place at the Outpatient Clinic of the Re-
habilitation Unit of Ferrara University Hospital in
Ferrara, Italy. The inclusion criterion for the study was a
disability rate, as calculated using the Kurtzke Expanded
Disability Status Scale (EDSS) lower than 5.5, indicating
the ability of the subject to stand and walk independ-
ently without assistance. Exclusion criteria for the study
were the presence of neurological conditions in addition
to MS, impaired cognitive functions and presence of
mild dementia referred as a Mini Mental Status Examin-
ation score less than 24. Before the beginning of the in-
strumented balance tests, the following tests were
administered to MS subjects: Time Up and Go test
(TUG), Berg Balance Scale test (BBS; BBS < 45 indicates
fall risk [42]) and the Unified Balance Scale test (UBS)
[43]. Eighteen age-matched healthy control subjects (HS
group, 6 males, 12 females; age = 52.8 ± 12.8 years;
height = 167.1 ± 8.3 cm; body mass 65.4 ± 13.2 kg) were
also recruited and tested in this study. Exclusion criter-
ion for the HS group was the presence of any condition,
neurologic or orthopedic, that could have an effect on
their balance. All participants gave their written consent
to participate in the study. All procedures were carried
out according to the principles of the declaration of
Helsinki. The study was approved by the Ethics Com-
mittee of the Ferrara University Hospital.
Procedures
All testing procedures for both MS and HS were per-
formed within a single day. A laboratory-grade FP (BER-
TEC Model 4080–10, BERTEC, USA) was used as the
gold standard for the measurement of the balance fea-
tures. Data acquired from the WBB were transferred via
Bluetooth to a laptop using custom-made Labview soft-
ware (National Instruments, USA). Data from the FP
were sampled at 1000 Hz. The WBB has an inconsistent
sampling frequency of ~100 Hz for the four force chan-
nels [44]. In our acquisition system we interpolated our
data and timestamps so to achieve a constant sampling
frequency of 100 Hz, as previously done in [38].
An automatic calibration procedure was employed in
the WBB for resetting the non-zero unloaded values of
the four load cells (similarly to [39]). All participants
performed two different standing balance tasks on both
the WBB and FP. The tasks consisted in standing with
their eyes open and standing with their eyes closed. Dur-
ing both tasks subjects were asked to maintain their feet
at comfortable distance apart and their hands on their
hips. All subjects were instructed to remain as still as
possible during all the testing sessions. These tasks are
commonly used during quantitative assessment of bal-
ance and are easily executable by subjects with impaired
balance. The orders of the tasks and of the testing de-
vices were randomized across subjects.
For each combination task/device, subjects performed
five consecutive trials, each lasting 60 s. Subjects were
allowed to rest between trials at their convenience and
were allowed an additional break before starting the set
of trials with the second device. All clinical and instru-
mented assessments in this study were performed by the
clinical staff of the Rehabilitation Unit of Ferrara Univer-
sity Hospital.
Data analysis
Data from both devices were low-pass filtered at 10 Hz,
using a 5th order Butteworth filter to reduce unwanted
noise components [45]. The x and y coordinates of the
COP were calculated from the sensors of FP and WBB
using formulas 1 and 2, respectively:
COPFPx ¼ −My þ dz⋅FxFz







where Mx and My represent the moments on the x
and y axis, respectively; Fx and Fy represent the forces
measured on the x and y axis, respectively; and dz repre-
sents the thickness, in mm, of the tile covering the FP
surface.
COPWBBx ¼ Lx2 ⋅
TRþ BRð Þ− TLþ BLð Þð Þ
TRþBRþTLþBLð Þ
COPWBBy ¼ Ly2 ⋅








where TL, TR, BL, BR represent the four force sensors
in the four corners of the force plate (Top, Bottom, Left
and Right) and Lx, Ly represent the length of the WBB
in the x and y dimensions which are 43.3 cm and
23.8 cm, respectively [44]. Equation (2) presents the for-
mulas typically used for the calculation of the COP in
the WBB native gaming applications. All COP trajector-
ies were calculated expressed in mm. The 2D COP tra-
jectories (after removal of average deviations in medio
lateral (ML) and antero posterior (AP) directions) for
each trial and for each subject were pooled together and
plotted. The aim of this visual inspection was to assess
gross differences in COP calculation across populations
and measurement systems. COP trajectories were used
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to calculate 16 traditional balance-related features [15,
46]. All features were calculated on the middle 30 s of
each trial, which is the time frame ordinarily used for
the calculation of standard balance features. The features
extracted included: total path length, ML and AP path
length (mm), ML and AP range (mm), ML and AP root
mean squared distance (mm), ML and AP average sway
(mm), sway area (mm2), sway speed (mm/s), average ML
and AP speed, maximal and average radius of sway
(mm) and area of the 95% confidence ellipse area (mm2)
[47]. These features are traditionally used in instru-
mented balance assessment and, in some cases, have
been linked to fall risk in older adults and in the clinical
population [46]. At risk of redundancy, we decided to
calculate a substantial number of features to allow com-
parability between our results and those previously pre-
sented in literature. The average across the five trials of
the features calculated for each trial of each condition
was used to represent each subject in each experimen-
tal/measurement condition.
Two features extracted from the Stabilogram Diffusion
Analysis (SDA) of the COP plots were also included in
this study [22]. SDA analysis is generally used to derive
features describing the components of the dynamic
changes in the COP trajectory. In particular, SDA is used
to identify components of closed and open-loop balance
control at different timescales. In our analysis, we ex-
tracted two SDA parameters, namely the critical mean
square displacement <Δr2CR > that represents the
threshold at which closed-loop mechanisms engage in
postural control, and Ds that represents a measure of
the stochastic activity of the COP in the short term, as-
sociated with open-loop control. The parameter <Δr2CR >
is calculated as the first negative zero crossing of the de-
rivative of the SDA line while the parameter Ds as half
of the slope of the line best fitting the portion of the
curve from 0 to <Δr2CR > (Fig. 1 shows an example on
how the SDA parameters are calculated from the diffu-
sion plots). SDA features were extracted, for each sub-
ject, from the average bidimensional stabilogram-
diffusion plot obtained from the five trials of each condi-
tion/device. SDA features were extracted using the
whole 60 s of each trial, as recommended in [48]. All
analysis were performed using custom made software
developed in Matlab (Mathworks, Natick, USA).
Analysis of path lengths
A number of methodologies were used to capture differ-
ent aspects and differences between the features calcu-
lated from the FP and WBB data. Most of these
techniques have been used in previous works comparing
FP and WBB measurements [26, 37], and have been rep-
licated in this work to allow for comparability. Least
square linear regression was used to evaluate the linear
correlation between the total, ML and AP path lengths
calculated from the FP and WBB. The regression was
calculated from the pooled data extracted from both
groups of subjects for both testing conditions. Bland-
Fig. 1 Example of the calculation of Stabilogram Diffusion Analysis features from a diffusion plot. Diffusion plots are characterized by a behavior
that can be modeled as two intersecting linear functions. The parameter < Δr2CR > is calculated as the first negative zero crossing of the derivative
of the SDA line. The parameter Ds is calculated as half of the slope of the line best fitting the portion of the curve from 0 to < Δr
2
CR>
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Altman plots were created for both eyes-open and eyes-
closed conditions to individuate agreement between the
measurements of the two devices. The plots were cre-
ated by projecting the difference between the two mea-
sures (FP- WBB) against the average of the two [49].
Also in this case the data of the two groups were pooled
together. Bland-Altman plots were generated for all 18
features extracted during our analysis.
Statistical analysis
Descriptive analysis (mean ± std across trials and sub-
jects) was used to characterize the value of the different
features extracted in the analysis. A statistical analysis,
performed for all 18 features in both eyes-open and
eyes-closed conditions, was used to: i) assess differences
between the two different groups of subjects (HS and
MS) for both FP and WBB measurements; ii) compare
the outcomes of the two different measurement devices
for each population. This analysis was based on paired t-
tests (α = 0.05) applied on the features calculated for
each condition and for each subject. The p-values were
adjusted for multiple comparisons (two) using Bonferro-
ni’s correction. The Spearman correlation coefficient (ρ)
was used to analyze the correlation between the features
extracted using the FP and WBB. Significant (α = 0.05)
values of correlation with ρ > 0.5 were considered as rep-
resentative of a high degree of correlation [37]. The reli-
ability across the two measurement devices was assessed
using a two-way random-effects single measure (as aver-
age of the five trials) Intraclass Correlation Coefficients
(ICC) model. For ICC, values > 0.75 were used to indi-
cate excellent reliability, while values 0.4–0.74 were used
to indicate moderate-to-high reliability [26, 50].
Classification
We evaluated how the features extracted from the FP
and WBB devices can be used to discriminate between
HS and MS subjects during both the eyes-open and
eyes-closed conditions. In this analysis we trained four
classifiers (open/closed and FP/WBB) and assessed the
outcome of classification on our dataset. The classifiers
were based on a Support Vector Machine (SVM) design
with Gaussian Kernel. We chose to use the SVM design
given the success of this approach on binomial classifica-
tion problems. The choice of kernel and parameters
were made so to maximize the classification perform-
ance for the FP dataset (data not presented). After an
initial screening of the SVM classification performance
we decided to train the classifiers using only the classic
features, thus excluding the SDA-based features. Fea-
tures were standardized before being fed to the classifier.
Classifiers were 10-fold trained/validated for 100 itera-
tions. The average classification ratio for the 100 classi-
fier trained in each condition was calculated.
Results
Participants
The MS group presented the following results for the
clinical tests: EDSS = 3.4 ± 2.1; TUG = 8.4 ± 2.6 s; BBS =
53.3 ± 3.1; UBS = 80.2 ± 8.1. The subjects were able to
walk independently and presented minimal fall risk as
highlighted by the results of the BBS exam [42].
Path lengths
Figure 2 shows the pooled stabilograms obtained from
the FP and WBB for the different groups in the different
conditions. In general, the stabilograms obtained from
the WBB (black) were shown to be wider than the ones
obtained from the FP (grey). We did not observe obvi-
ous differences between the eyes-open and eyes-closed
conditions in the HS. In the MS sample the stabilograms
for the eyes-closed condition were wider than those for
the eyes-open condition, as expected. This observation
was confirmed for both the FP and the WBB.
The analysis of the linear correlation for the total, ML
and AP path length measures obtained from the FP and
the WBB (Fig. 3) confirmed the preliminary observation
made in the stabilogram plots. In fact, for all three mea-
sures, we observed a slope > 1 (1.52 for total path, 1.45
for ML and 1.55 for AP) for the linear regression func-
tions, indicating a consistent over-estimation of unidi-
mensional and bidimensional path lengths from the
WBB with respect to the FP. The same result was ob-
served also in the Bland-Altman plots (Figs. 4a, b and c).
For the path length in the ML direction (Fig. 4a) we ob-
served a consistent average negative bias of about 50 to
80 mm across groups and conditions indicating over-
estimation of the parameter by the WBB. We also ob-
served a linear negative trend that is more pronounced
in the MS group, possibly due to the fact that this popu-
lation showed a higher path length measure in both con-
ditions. For the path length in the AP direction (Fig. 4b),
which during standing balance is generally higher than
the one in ML direction in both HS and MS, we ob-
served a negative bias (~110 to 300 mm) that is propor-
tional to the variability observed. Also in this case a
clear negative linear trend is observable in all four plots.
The same results are observed in the total path length
(Fig. 4c). In the Additional file 1 we present the Bland-
Altman plots for all the 18 features extracted.
Differences among devices and populations
Table 1 presents the across-subjects average values for
each single feature in each condition, together with the
statistical comparisons of the means between different
groups and measurement devices. For the eyes-open
condition, as expected, we observed higher values in all
features for the MS sample with respect to the HS.
These differences were statistically significant for all
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Fig. 2 Comparison of the stabilograms for each combination of task/population. Each plot presents the superimposed detrended stabilograms
for each task of each subject. Grey lines represent COP trajectories obtained from the FP, while black lines represent those obtained from the WBB.
Stabilograms obtained from the WBB are generally wider than those obtained from FP. Moreover, while for both the WBB and the FP in HS there
are limited differences between the stabilograms relative to eyes-open and eyes-closed conditions, for MS stabilograms relative to the eyes-
closed condition are generally more extended than those relative to eyes-open condition
Fig. 3 Linear Correlation analysis between path lengths (ML, AP and Total) calculated using the FP and WBB. Data for HS and MS and for both testing
conditions (eyes-open and eyes-closed) have been pooled together in this analysis. Parameters of the fitting (p-value, R2, Slope and Intercept of the fitting)
are presented in the plot for each analysis. WBB and FP present similar linear trends for both ML and AP COP directions, consistent with an overestimation
of the directional sway in the WBB with respect to FP
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features with the exclusion of the ML path length, speed
and sway area. Although the WBB overestimates most of
the features, we found significant differences be-
tween the FP and WBB data only for the path
lengths (total and AP for MS and total, ML and AP
for HS). For the eyes-closed condition we observed
statistically significant differences between HS and
MS for all features for both FP and WBB-based
measures. For the between-devices analysis we found
significant differences for the same features as the
eyes-open condition, with the addition of the ML
range and the maximal radial position for HS. The
analysis of the Spearman coefficient (Table 2) indi-
cates that the features are highly correlated (ρ > 0.5)
between the two measurement devices for all param-
eters with the exclusion of the ML path length and
speed, AP range and all the SDA parameters for the
eyes-open condition (both HS and MS). For the
eyes-closed condition all features have been shown
to be highly correlated in both MS and HS. Concur-
rent validity, as estimated using the ICC analysis
(Table 3), was moderate-to-high for almost all fea-
tures in most conditions, with the exclusion of the
SDA ones. ICC was found to increase with the vari-
ability of the task/condition, holding better results in
the task/group with more variability (MS, eyes-
closed). SDA plots (Fig. 5) show distinct trends for
HS and MS that are consistent between FP and
WBB for both eyes-open and eyes-closed conditions.
SVM classification
The classification rates of the different classifiers trained
on the different tasks/measurement systems are shown
in Fig. 6. As expected, the classifiers trained on the eyes-
closed condition perform better than the ones trained in
the eyes-open condition, possibly due to the higher vari-
ability observed in that dataset. FP and WBB classifiers
trained on closed eyes features show similar classifica-
tion rates (85 ± 1.7 for FP, 85.5 ± 1.4 for WBB) while for
the eyes-open dataset the FP trained classifier yields
slightly better results (83.3 ± 1.7) with respect to the
WBB trained one (80.6 ± 1.8).
Discussion
In this study we have tested the validity and reliability of
the WBB when estimating several different COP-derived
features, commonly used in posturographic analysis,
with respect of a laboratory-grade FP. We also investi-
gated how these features change between HS and MS
with minimal balance impairment and we finally tested
Fig. 4 Bland-Altman Plots for each combination of task/population. Subplot (a) presents the results for ML direction, subplot (b) for the AP
direction and subplot (c) for the total path length. Y axis of each plot presents the difference between FP and WBB, while X axis presents the
average between the two measures. All the plots show a decrease in accuracy of the WBB with respect to the FP as the magnitude of the
estimated value increases
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Table 1 Mean ± standard deviation values for each features for each group (HS and MS) and measurement system (FP and WBB). The top
table shows the results for the eyes-open condition, the bottom table for the eyes-closed condition. Results of statistical analysis (t-test, α =
0.05) is presented. Column FP - HS vs MS (p) presents the results of the statistical analysis between HS and MS populations for the data
extracted using the FP. Column WBB - HS vs MS (p) presents the results of the statistical analysis between HS and MS populations for the
data extracted using the WBB. Column HS - FP vs WBB (p) presents the results of the statistical analysis between FP and WBB for the HS
population. Column MS- FP vs WBB (p) presents the results of the statistical analysis between FP and WBB for the MS population. For each
column the p values are presented. * denotes p-value < 0.05; ** denotes a p-value < 0.01
FP – HS FP - MS WBB - HS WBB - MS FP - HS vs MS
(p)
WBB - HS vs MS
(p)
HS - FP vs WBB
(p)
MS - FP vs WBB
(p)
Eyes-open








0.003(**) 0.018(*) <0.001(**) 0.007(**)








0.102 0.199 0.006(**) 0.208








<0.001(**) 0.007(**) <0.001(**) 0.001(**)
ML Range (mm) 9.5 ± 3.9 17.4 ± 11.2 11.0 ± 4.8 20.7 ± 13.0 0.015(*) 0.010(*) 0.532 0.673
AP Range (mm) 17.8 ± 5.8 30.6 ± 11.8 21.3 ± 6.0 31.0 ± 11.8 <0.001(**) 0.008(**) 0.159 0.993
ML RMS (mm) 1.8 ± 0.7 3.4 ± 1.8 2.0 ± 0.8 3.8 ± 2.2 0.003(**) 0.007(**) 0.696 0.798
AP RMS (mm) 3.7 ± 1.2 6.4 ± 2.3 4.2 ± 1.3 6.0 ± 2.3 <0.001(**) 0.017(*) 0.428 0.842
ML Average Disp (mm) 1.4 ± 0.6 2.7 ± 1.3 1.6 ± 0.7 3.0 ± 1.7 0.002(**) 0.006(**) 0.674 0.776
AP Average Disp (mm) 3.0 ± 0.9 5.1 ± 1.8 3.4 ± 1.1 4.7 ± 1.9 <0.001(**) 0.025(*) 0.404 0.823








0.061 0.024(*) 0.35 0.943
Sway Speed (mm/s) 10.2 ± 2.3 15.2 ± 5.7 11.1 ± 2.9 16.3 ± 6.8 0.003(**) 0.010(*) 0.518 0.846
ML Average Sp (mm/s) 5.7 ± 1.5 7.5 ± 3.5 5.1 ± 1.4 7.1 ± 4.4 0.102 0.148 0.37 0.942
AP Average Sp (mm/s) 7.1 ± 1.8 11.6 ± 4.2 8.7 ± 2.4 13.0 ± 4.8 <0.001(**) 0.004(**) 0.073 0.59
Max Radial Pos (mm) 11.0 ± 3.7 19.0 ± 8.0 12.6 ± 4.0 18.9 ± 8.1 <0.001(**) 0.011(*) 0.373 1
Average Radial Pos
(mm/s)
3.6 ± 1.1 6.3 ± 2.3 4.1 ± 1.3 6.2 ± 2.6 <0.001(**) 0.008(**) 0.46 0.993








0.007(**) 0.016(*) 0.561 0.94
Ds (mm




86.5 ± 78.1 37.2 ± 25.9 103.4 ±
80.8
0.029(*) 0.004(**) 0.994 0.776
Eyes-closed








<0.001(**) 0.002(**) <0.001(**) 0.011(*)








<0.001(**) 0.004(**) 0.003(**) 0.196








<0.001(**) 0.003(**) <0.001(**) 0.008(**)
ML Range (mm) 8.1 ± 3.3 23.2 ± 15.4 9.7 ± 4.4 24.6 ± 14.5 <0.001(**) <0.001(**) 0.404 0.956
AP Range (mm) 18.7 ± 6.2 38.0 ± 14.0 25.6 ± 8.0 43.2 ± 16.2 <0.001(**) <0.001(**) 0.014(*) 0.528
ML RMS (mm) 1.6 ± 0.7 4.5 ± 2.8 1.8 ± 0.8 4.7 ± 2.7 <0.001(**) <0.001(**) 0.609 0.975
AP RMS (mm) 4.0 ± 1.3 7.9 ± 3.1 4.9 ± 1.6 8.1 ± 3.2 <0.001(**) 0.001(**) 0.14 0.981
ML Average Disp (mm) 1.3 ± 0.5 3.5 ± 2.1 1.5 ± 0.6 3.7 ± 2.2 <0.001(**) <0.001(**) 0.581 0.956
AP Average Disp (mm) 3.3 ± 1.1 6.4 ± 2.5 3.9 ± 1.3 6.5 ± 2.6 <0.001(**) 0.002(**) 0.187 0.993








0.003(**) 0.001(**) 0.119 0.792
Sway Speed (mm/s) 11.6 ± 3.2 23.2 ± 10.5 13.9 ± 4.9 25.8 ± 12.1 <0.001(**) <0.001(**) 0.222 0.731
ML Average Sp (mm/s) 5.5 ± 1.4 9.9 ± 4.0 5.0 ± 1.3 9.0 ± 4.9 <0.001(**) 0.003(**) 0.444 0.803
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the hypothesis that the WBB could be reliably used to
discriminate between HS and MS during static posturo-
graphic tests.
Path length analysis and validity and reliability of
estimation of posturographic features
The results presented in this study confirm and extend
what has been shown in the past few years in literature
investigating the validity and reliability of the WBB in
young [26], elderly [37] and impaired population [38,
39]. Most of the previous studies aiming at assessing the
use of the WBB for instrumented posturography have
used, as a main outcome measure, the total COP path
length. All the studies demonstrated good-to-excellent
validity and reliability when using the WBB in different
populations, including MS [39]. Our results further con-
firm this observation. We showed that there is a linear
relation between the total, ML and AP path length as
measured using the FP or the WBB. This linear relation
is characterized by a slope of ~1.5 that is consistent
across the different tasks and the two observed popula-
tions. The Bland-Altman plots on the path lengths (ML,
Table 1 Mean ± standard deviation values for each features for each group (HS and MS) and measurement system (FP and WBB). The top
table shows the results for the eyes-open condition, the bottom table for the eyes-closed condition. Results of statistical analysis (t-test, α =
0.05) is presented. Column FP - HS vs MS (p) presents the results of the statistical analysis between HS and MS populations for the data
extracted using the FP. Column WBB - HS vs MS (p) presents the results of the statistical analysis between HS and MS populations for the
data extracted using the WBB. Column HS - FP vs WBB (p) presents the results of the statistical analysis between FP and WBB for the HS
population. Column MS- FP vs WBB (p) presents the results of the statistical analysis between FP and WBB for the MS population. For each
column the p values are presented. * denotes p-value < 0.05; ** denotes a p-value < 0.01 (Continued)
AP Average Sp (mm/s) 9.0 ± 2.9 18.7 ± 9.7 11.9 ± 4.7 22.3 ± 10.9 <0.001(**) 0.001(**) 0.073 0.512
Max Radial Pos (mm) 10.7 ± 3.5 23.7 ± 10.1 14.5 ± 4.5 26.0 ± 10.4 <0.001(**) <0.001(**) 0.017(*) 0.745
Average Radial Pos
(mm/s)
3.7 ± 1.3 8.0 ± 3.4 4.5 ± 1.4 8.2 ± 3.4 <0.001(**) <0.001(**) 0.231 0.981








0.002(**) <0.001(**) 0.462 0.961
Ds (mm






41.0 ± 29.0 184.6 ±
141.9
<0.001(**) <0.001(**) 0.744 0.999
Table 2 Spearman Coefficient Analysis for each feature in each combination of condition and population. Only values with
significance level p < 0.05 are presented (ns indicates a combination of feature/condition for which Spearman coefficient was not
significant). Values for ρ > 0.5 indicate high validity and are presented in bold
Eyes-open - HS Eyes-open - MS Eyes-closed - HS Eyes-closed – MS
Total Path 0.78 0.51 0.81 0.7
ML Path ns 0.43 0.73 0.57
AP Path 0.79 0.59 0.78 0.73
ML Range 0.72 0.75 0.59 0.64
AP Range ns 0.42 0.9 0.78
ML RMS 0.72 0.75 0.51 0.55
AP RMS 0.79 0.63 0.87 0.75
ML Average Disp 0.68 0.7 0.5 0.54
AP Average Disp 0.79 0.59 0.84 0.78
Swept Area 0.73 0.59 0.8 0.79
Sway Speed 0.78 0.51 0.7 0.7
ML Average Sp ns 0.43 0.7 0.59
AP Average Sp 0.81 0.59 0.7 0.73
Max Radial Pos 0.82 0.6 0.93 0.76
Average Radial Pos 0.83 0.72 0.87 0.82
Area Ellipse 0.7 0.62 0.61 0.74
Ds ns 0.28 0.71 0.71
<r2CR> 0.42 ns 0.77 0.89
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Table 3 Intraclass Coefficient Analysis for each feature for each combination of condition and population. Values of ICC > 0.4 (italic)
indicate moderate reliability. Values of ICC > 0.74 (bold + italic) indicate high reliability
Eyes-open - HS Eyes-open - MS Eyes-closed - HS Eyes-closed – MS
Total Path 0.44 (−0.02, 0.75) 0.72 (0.39, 0.88) 0.43 (−0.03, 0.74) 0.79 (0.53, 0.92)
ML Path 0.58 (0.18, 0.82) 0.72 (0.39, 0.88) 0.56 (0.15, 0.81) 0.70 (0.37, 0.88)
AP Path 0.38 (−0.10, 0.71) 0.73 (0.41, 0.89) 0.41 (−0.06, 0.73) 0.81 (0.55, 0.92)
ML Range 0.72 (0.39, 0.88) 0.84 (0.63, 0.94) 0.64 (0.26, 0.85) 0.76 (0.47, 0.90)
AP Range 0.43 (−0.03, 0.74) 0.91 (0.77, 0.96) 0.71 (0.38, 0.88) 0.91 (0.77, 0.96)
ML RMS 0.71 (0.37, 0.88) 0.76 (0.46, 0.90) 0.53 (0.10, 0.79) 0.73 (0.41, 0.89)
AP RMS 0.62 (0.23, 0.84) 0.88 (0.71, 0.95) 0.79 (0.52, 0.92) 0.92 (0.79, 0.97)
ML Average Disp 0.67 (0.30, 0.86) 0.72 (0.39, 0.89) 0.43 (−0.03, 0.74) 0.66 (0.28, 0.86)
AP Average Disp 0.63 (0.24, 0.84) 0.89 (0.73, 0.96) 0.82 (0.58, 0.93) 0.91 (0.78, 0.97)
Swept Area 0.53 (0.10, 0.79) 0.79 (0.52, 0.92) 0.70 (0.35, 0.88) 0.76 (0.47, 0.90)
Sway Speed 0.54 (0.11, 0.80) 0.84 (0.62, 0.94) 0.55 (0.12, 0.80) 0.84 (0.62, 0.94)
ML Average Sp 0.61 (0.21, 0.83) 0.84 (0.63, 0.94) 0.63 (0.24, 0.84) 0.73 (0.42, 0.89)
AP Average Sp 0.48 (0.03, 0.77) 0.85 (0.65, 0.94) 0.53 (0.09, 0.79) 0.86 (0.67, 0.95)
Max Radial Pos 0.48 (0.03, 0.77) 0.87 (0.68, 0.95) 0.71 (0.38, 0.88) 0.86 (0.66, 0.94)
Average Radial Pos 0.73 (0.41, 0.89) 0.89 (0.72, 0.96) 0.81 (0.57, 0.93) 0.89 (0.74, 0.96)
Area Ellipse 0.51 (0.07, 0.78) 0.86 (0.66, 0.94) 0.68 (0.32, 0.87) 0.70 (0.36, 0.88)
Ds 0.11 (−0.36, 0.54) 0.40 (−0.06, 0.73) 0.21 (−0.27, 0.61) 0.56 (0.14, 0.81)
<Δr2CR> 0.34 (−0.14, 0.69) 0.39 (−0.08, 0.72) 0.90 (0.76, 0.96) 0.74 (0.42, 0.89)
Fig. 5 Stabilogram Diffusion Plots for eyes-open and eyes-closed conditions. Black lines represent data from MS, while grey lines represent data
from HS. Bold lines represent data obtained using the FP, while dash-dot lines present data obtained using the WBB. Each line represents the aver-
age Stabilogram Diffusion Plot across all the subjects for each measurement system in each condition. MS patients present higher diffusion plot
curves that are consistent with increased sway. Diffusion plots obtained from WBB follow similar trends with respect to those obtained from FP
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AP and total) further reinforced this observation, as
highlighted by the presence of considerable biases be-
tween the FP and WBB measures that suggest a
variability-dependent overestimation of the path lengths
in the WBB.
Although the overall measure for these three parame-
ters is significantly different in most of the conditions
we tested (with the exclusion of ML path length in test-
ing conditions characterized by higher variability), this
does not translate in significant differences between FP
and WBB measurement in most of the derivate mea-
sures. We did not observe, in fact, significant differences
in most of the features for all conditions. Interestingly
we did not notice significant differences in any of the
features other than the total path and AP path length for
the MS population, in both the eyes-open and eyes-
closed conditions.
Contrarily with what observed by Leach and col-
leagues [51] in their instrumented validation study,
we observed a higher discrepancy in measurements
for the AP rather than the ML direction, but this is
possibly related to the bigger biases and variability
observed in the AP direction during human balance
tasks. Spearman and ICC coefficient analysis con-
firmed high validity and moderate to high reliability
for most features with the exclusion of the SDA ones
(that show ICC values > 0.4 only for the MS in eyes-
closed condition). The estimation of SDA features,
however, is usually performed on diffusion plots ob-
tained from more trials with respect to the number
we have used in our analysis [22, 48]. This discrep-
ancy may explain the differences we observed. Never-
theless, we were able to observe consistent trends
between MS and HS for both FP and WBB
measurements, thus suggesting the possibility of per-
forming SDA analysis also with the WBB.
With respect to the study by Castelli et al. [39], that
tested the use of the WBB for estimating path length in
a vast sample of MS patients, we were able to extend the
validation of the WBB for several other standard and
complex features, while comparing the WBB with a la-
boratory grade FP. Moreover, although the sample of pa-
tients analyzed in that work is characterized by a similar
level of clinical impairment as defined by the EDSS, the
sample we analyzed was specifically characterized by
limited balance impairment (as expressed through stand-
ard clinical scales), while no information on this regard
is presented in Castelli et al. The results we obtained are
in full accordance with those observed in [39] and com-
plement on our current knowledge on the use of the
WBB for the estimation of balance in MS.
Specifically our results seem to confirm the observa-
tion that the WBB can be effectively used in situations
where accuracy is not of paramount importance. In our
study, in fact, the WBB performs more consistently with
the FP for the MS group and in the eyes-closed condi-
tion, where the overall variability of the datasets is
higher, while performance is lower in the HS group in
the eyes-open condition, where, although the stabilo-
gram plots are comparable (see Fig. 2) measurements
and related features are less consistent.
Comparison between healthy subjects and multiple
sclerosis patients
In our study we compared the FP and WBB measures of
a sample of MS patients with limited balance impair-
ments (BBS = 53.3 ± 3.1 on a maximum of 56) and a
group of age-matched HS. Under the definition of the
Fig. 6 Classification performance for the 4 different set of SVM-based classifiers trained. Classifiers have been trained for each combination of
task/measurement device. Y axis shows the percentage of successful classifications for each set of classifiers. All classifiers show similar accuracy.
Classifier built from the eyes-closed database for both WBB and FP yield classification performance >80%
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BBS, our sample is expected to represent a population of
patients presenting low risk of falling (BBS > 45). BBS,
on the other hand, is known to present a ceiling effect
[13, 43], that could possibly explain the differences ob-
served in instrumented analysis between the HS and our
sample of high-BBS patients. In our analysis we observed
significant differences between the balance features cal-
culated from the HS and the MS for all the traditional
features (with the exclusion of ML path length and aver-
age speed in the eyes-open condition). The same differ-
ences were observed for both the FP and WBB. For the
SDA features, to the authors’ knowledge, this analysis
has never been extensively applied in the MS population.
Our analysis unravels distinct patterns between HS and
MS. In particular we notice a significant increase in
both <Δr2CR > and Ds. An increase in < Δr
2
CR > indicates a
tendency to switch from open-loop to closed-loop con-
trol at bigger excursions, while an increase in Ds denotes
a tendency of the COP trajectory towards randomly
walking around a fixed equilibrium point [22, 52]. These
two parameters had been shown to increase in MS with
respect to healthy subjects in a previous study [53] and
had been related to impaired postural control. In our
work, the trends observed in the SDA are consistent be-
tween FP and WBB, and no statistical difference has
been noted for these parameters between the two meas-
urement devices. These observations suggest the validity
of using the WBB for relative measurements between
two different populations using the same device, as sug-
gested by Bartlett and colleagues in [44].
Classification of healthy subjects and multiple sclerosis
patients
In this work we analyzed how well the features ex-
tracted from both the FP and WBB can be used to
train a classifier whose aim is to distinguish between
the HS and MS groups. This analysis is suggestive in
the scenario of using objective measures from instru-
mented balance analysis for the development of com-
plementary diagnostic tools for balance impairments.
Although the classification rate per-se is relatively ac-
ceptable and could not, in this specific case, be suc-
cessfully used clinically, it is interesting to notice that
the classifiers trained on FP and WBB data yield the
same classification performance. This result further
confirms the usefulness of the WBB in relative mea-
sures. Moreover our results encourage on the possible
use of classifiers to distinguish between patient popu-
lations with pre-defined different levels of impair-
ment. In such scenario the WBB could represent a
valuable and informative tool in the clinical environ-
ment. The classification analysis herein presented is
preliminary and we acknowledge the necessity to de-
velop specific protocols for more informative studies
on this line of study. However, the preliminary results
presented are informative on the possibility of imple-
menting such classifiers on a WBB rather than on a
more expensive FP.
Limitations of this study
It needs to be acknowledged that, since we did not ac-
quire data with the FP and WBB simultaneously, the
data and features that we analyzed are not directly com-
parable and part of the variability observed between the
devices could be due to the standard variability that is
observed when evaluating multiple balance sessions. On
the other hand, the consistent trends (between groups
and conditions) that we observed in our results seem to
confirm the validity of our analysis and the usability of
the WBB in relative measurments. To improve the com-
fort of the patients during the FP and WBB tests we did
not standardize the foot position for each subject
through the tests. Instead we asked the subjects to keep
the feet at a comfortable distance. This design choice
could introduce biases, especially in the estimation of
ML features of the COP. For the SVM analysis it is ne-
cessary to point out that our classification analysis has
intrinsic technical and conceptual limitations that limit
its general validity. Such classifier would be in fact of
limited use in the clinical environment and our limited
dataset (2 groups, 18 subjects per group) do not repre-
sent a valid representative sample. Moreover, we limited
our analysis to standard static posturographic tests. In
the scenario of the development of a classifier for dis-
criminating between HS and MS patients it would be
useful to add additional dynamic posturography and
cognitive tests.
Conclusions
In this study we investigated the possibility of using the
WBB to track changes in balance of minimally impaired
MS patients during static posturographic tests. To
achieve this aim we validated the use of WBB for the es-
timation of 18 different balance-related features, thus ex-
tending the analysis with respect to previous works in
literature. We have shown that balance features ex-
tracted from static posturographic analysis vary signifi-
cantly between HS and MS with limited balance
impairment. Moreover, the features estimated from
WBB measurements follow the same trends and in most
case do not present significant differences with respect
to the one calculated using by traditional laboratory-
grade FP. Finally we have also shown that WBB features
can be used to train classifiers that yield the same per-
formance as analogous ones trained with features ex-
tracted from a FP, suggesting the possibility of using the
WBB for the development of simple and cost-effective
complementary balance tests. We conclude that the
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WBB is not suitable for obtaining absolute measures of
balance-related parameters, but can be successfully used
as a cheap mean to obtain a vast range of measures be-
tween different populations and may represent a valid al-
ternative to more expensive technologies in the clinical
setting.
Additional file
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(ZIP 1255 kb)
Abbreviations
AP: Antero posterior; BBS: Berg balance scale; COP: Center of pressure;
EDSS: Expanded disability status scale; FP: Force plate; HS: Healthy subjects;
ICC: Intraclass correlation coefficient; ML: Medio lateral; MS: Multiple sclerosis;
SDA: Stabilogram diffusion analysis; SVM: Support vector machines;
UBS: Unified balance scale; WBB: Wii balance board
Acknowledgments
We would like to thank Mario Manca, Giovanni Ferraresi and Francesca
Gramigna for their assistance during the data collections.
Funding
None declared
Availability of data and materials
Can be provided upon request.
Authors’ contributions
GS, SS, CP and NB conceived the study and participated in its design. CP,
MDR, CM and LDMP performed the instrumented and clinical data
collections. GS analyzed the data. GS and SS interpreted the results. GS, SS
and CP drafted and revised the manuscript. All authors read and approved
the final manuscript.
Competing interests
The authors declare that they have no competing interests.
Consent for publication
We confirm that all authors have approved the manuscript for submission.
Ethics approval and consent to participate
The study was approved by the medical ethical committees of the Ferrara
University Hospital (Ferrara, Italy). All participants gave written informed
consent before being included in the study.
Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.
Received: 1 June 2016 Accepted: 7 March 2017
References
1. Fitzpatrick R, McCloskey DI. Proprioceptive, visual and vestibular thresholds
for the perception of sway during standing in humans. J Physiol. 1994;
478(Pt 1):173–86.
2. Herrera WG. Vestibular and other balance disorders in multiple sclerosis.
Differential diagnosis of disequilibrium and topognostic localization. Neurol
Clin. 1990;8:407–20.
3. Cameron MH, Lord S. Postural control in multiple sclerosis: implications for
fall prevention. Curr Neurol Neurosci Rep. 2010;10:407–12.
4. Prosperini L, Sbardella E, Raz E, Cercignani M, Tona F, Bozzali M, Petsas N,
Pozzilli C, Pantano P. Multiple sclerosis: white and gray matter damage
associated with balance deficit detected at static posturography. Radiology.
2013;268:181–9.
5. McAlpine D, Matthews WB. McAlpine’s Multiple Sclerosis. Churchill
Livingstone, Edinburgh, UK. 2nd ed. 1991.
6. Frzovic D, Morris ME, Vowels L. Clinical tests of standing balance:
performance of persons with multiple sclerosis. Arch Phys Med Rehabil.
2000;81:215–21.
7. Prosperini L, Pozzilli C. The clinical relevance of force platform measures in
multiple sclerosis: a review. Mult Scler Int. 2013;2013:756564.
8. Moen SM, Celius EG, Nordsletten L, Holmoy T. Fractures and falls in patients
with newly diagnosed clinically isolated syndrome and multiple sclerosis.
Acta Neurol Scand Suppl. 2011;124(s191):79-82.
9. Martin CL, Phillips BA, Kilpatrick TJ, Butzkueven H, Tubridy N, McDonald E,
Galea MP. Gait and balance impairment in early multiple sclerosis in the
absence of clinical disability. Mult Scler. 2006;12:620–8.
10. Comi G. Why treat early multiple sclerosis patients? Curr Opin Neurol. 2000;
13:235–40.
11. Hatzitaki V, Koudouni A, Orologas A. Learning of a novel visuo-postural co-
ordination task in adults with multiple sclerosis. J Rehabil Med. 2006;38:295–301.
12. Widener GL, Allen DD, Gibson-Horn C. Balance-based torso-weighting may
enhance balance in persons with multiple sclerosis: preliminary evidence.
Arch Phys Med Rehabil. 2009;90:602–9.
13. Blum L, Korner-Bitensky N. Usefulness of the Berg Balance Scale in stroke
rehabilitation: a systematic review. Phys Ther. 2008;88:559–66.
14. Cattaneo D, Regola A, Meotti M. Validity of six balance disorders scales in
persons with multiple sclerosis. Disabil Rehabil. 2006;28:789–95.
15. Piirtola M, Era P. Force platform measurements as predictors of falls among
older people - a review. Gerontology. 2006;52:1–16.
16. Goldie PA, Bach TM, Evans OM. Force platform measures for evaluating
postural control: reliability and validity. Arch Phys Med Rehabil. 1989;70:510–7.
17. Era P, Heikkinen E. Postural sway during standing and unexpected
disturbance of balance in random samples of men of different ages.
J Gerontol. 1985;40:287–95.
18. Rocchi L, Chiari L, Cappello A, Horak FB. Identification of distinct characteristics
of postural sway in Parkinson’s disease: a feature selection procedure based on
principal component analysis. Neurosci Lett. 2006;394:140–5.
19. Niam S, Cheung W, Sullivan PE, Kent S, Gu X. Balance and physical
impairments after stroke. Arch Phys Med Rehabil. 1999;80:1227–33.
20. Sosnoff JJ, Shin S, Motl RW. Multiple sclerosis and postural control: the role
of spasticity. Arch Phys Med Rehabil. 2010;91:93–9.
21. Daley ML, Swank RL. Quantitative posturography: use in multiple sclerosis.
IEEE Trans Biomed Eng. 1981;28:668–71.
22. Collins JJ, De Luca CJ. Open-loop and closed-loop control of posture: a
random-walk analysis of center-of-pressure trajectories. Exp Brain Res.
1993;95:308–18.
23. Fanchamps MH, Gensicke H, Kuhle J, Kappos L, Allum JH, Yaldizli O.
Screening for balance disorders in mildly affected multiple sclerosis patients.
J Neurol. 2012;259:1413–9.
24. Fjeldstad C, Pardo G, Bemben D, Bemben M. Decreased postural balance in
multiple sclerosis patients with low disability. Int J Rehabil Res. 2011;34:53–8.
25. Karst GM, Venema DM, Roehrs TG, Tyler AE. Center of pressure measures
during standing tasks in minimally impaired persons with multiple sclerosis.
J Neurol Phys Ther. 2005;29:170–80.
26. Clark RA, Bryant AL, Pua Y, McCrory P, Bennell K, Hunt M. Validity and
reliability of the Nintendo Wii Balance Board for assessment of standing
balance. Gait Posture. 2010;31:307–10.
27. Goble DJ, Cone BL, Fling BW. Using the Wii Fit as a tool for balance
assessment and neurorehabilitation: the first half decade of “Wii-search”.
J Neuroeng Rehabil. 2014;11:12.
28. Plow M, Finlayson M. Potential benefits of nintendo wii fit among people with
multiple sclerosis: a longitudinal pilot study. Int J MS Care. 2011;13:21–30.
29. Monteiro Junior RS, Dantas A, de Souza CP, da Silva EB. Acute responses of
a physical training session with a Nintendo Wii on hemodynamic variables
of an individual with multiple sclerosis. Games Health J. 2012;1:456–9.
30. Brichetto G, Spallarossa P, de Carvalho ML, Battaglia MA. The effect of
Nintendo(R) Wii(R) on balance in people with multiple sclerosis: a pilot
randomized control study. Mult Scler. 2013;19:1219–21.
Severini et al. Journal of NeuroEngineering and Rehabilitation  (2017) 14:19 Page 13 of 14
31. Guidi I, Giovannelli T, Paci M. Effects of Wii exercises on balance in people
with multiple sclerosis. Mult Scler. 2013;19:965.
32. Nilsagard YE, Forsberg AS, von Koch L. Balance exercise for persons with
multiple sclerosis using Wii games: a randomised, controlled multi-centre
study. Mult Scler. 2013;19:209–16.
33. Prosperini L, Fortuna D, Gianni C, Leonardi L, Marchetti MR, Pozzilli C. Home-
based balance training using the Wii balance board: a randomized, crossover
pilot study in multiple sclerosis. Neurorehabil Neural Repair. 2013;27:516–25.
34. Plow M, Finlayson M. A qualitative study exploring the usability of Nintendo
Wii Fit among persons with multiple sclerosis. Occup Ther Int. 2014;21:21–32.
35. Thomas S, Fazakarley L, Thomas PW, Brenton S, Collyer S, Perring S, Scott R,
Galvin K, Hillier C. Testing the feasibility and acceptability of using the
Nintendo Wii in the home to increase activity levels, vitality and well-being
in people with multiple sclerosis (Mii-vitaliSe): protocol for a pilot
randomised controlled study. BMJ Open. 2014;4:e005172.
36. Pau M, Coghe G, Corona F, Leban B, Marrosu MG, Cocco E. Effectiveness and
limitations of unsupervised home-based balance rehabilitation with Nintendo
Wii in people with multiple sclerosis. Biomed Res Int. 2015;2015:916478.
37. Chang WD, Chang WY, Lee CL, Feng CY. Validity and reliability of wii fit
balance board for the assessment of balance of healthy young adults and
the elderly. J Phys Ther Sci. 2013;25:1251–3.
38. Holmes JD, Jenkins ME, Johnson AM, Hunt MA, Clark RA. Validity of the
Nintendo Wii(R) balance board for the assessment of standing balance in
Parkinson’s disease. Clin Rehabil. 2013;27:361–6.
39. Castelli L, Stocchi L, Patrignani M, Sellitto G, Giuliani M, Prosperini L. We-
measure: toward a low-cost portable posturography for patients with
multiple sclerosis using the commercial Wii balance board. J Neurol Sci.
2015;359:440–4.
40. McDonald WI, Compston A, Edan G, Goodkin D, Hartung HP, Lublin FD,
McFarland HF, Paty DW, Polman CH, Reingold SC, et al. Recommended
diagnostic criteria for multiple sclerosis: guidelines from the International
Panel on the diagnosis of multiple sclerosis. Ann Neurol. 2001;50:121–7.
41. Polman CH, Reingold SC, Banwell B, Clanet M, Cohen JA, Filippi M, Fujihara K,
Havrdova E, Hutchinson M, Kappos L, et al. Diagnostic criteria for multiple sclerosis:
2010 revisions to the McDonald criteria. Ann Neurol. 2010;2011(69):292–302.
42. Bogle Thorbahn LD, Newton RA. Use of the Berg Balance Test to predict
falls in elderly persons. Phys Ther. 1996;76:576–83. discussion 584–575.
43. La Porta F, Franceschini M, Caselli S, Cavallini P, Susassi S, Tennant A. Unified
Balance Scale: an activity-based, bed to community, and aetiology-
independent measure of balance calibrated with Rasch analysis. J Rehabil
Med. 2011;43:435–44.
44. Bartlett HL, Ting LH, Bingham JT. Accuracy of force and center of pressure
measures of the Wii Balance Board. Gait Posture. 2014;39:224–8.
45. Salavati M, Hadian MR, Mazaheri M, Negahban H, Ebrahimi I, Talebian S,
Jafari AH, Sanjari MA, Sohani SM, Parnianpour M. Test-retest reliability
[corrected] of center of pressure measures of postural stability during quiet
standing in a group with musculoskeletal disorders consisting of low back
pain, anterior cruciate ligament injury and functional ankle instability. Gait
Posture. 2009;29:460–4.
46. Thapa PB, Gideon P, Brockman KG, Fought RL, Ray WA. Clinical and
biomechanical measures of balance as fall predictors in ambulatory nursing
home residents. J Gerontol A Biol Sci Med Sci. 1996;51:M239–46.
47. Doyle RJ, Hsiao-Wecksler ET, Ragan BG, Rosengren KS. Generalizability of
center of pressure measures of quiet standing. Gait Posture. 2007;25:166–71.
48. Doyle RJ, Ragan BG, Rajendran K, Rosengren KS, Hsiao-Wecksler ET.
Generalizability of stabilogram diffusion analysis of center of pressure
measures. Gait Posture. 2008;27:223–30.
49. Bland JM, Altman DG. Statistical methods for assessing agreement between
two methods of clinical measurement. Lancet. 1986;1:307–10.
50. Fleiss JL. Design and analysis of clinical experiments. New York: John Wiley &
Sons; 2011.
51. Leach JM, Mancini M, Peterka RJ, Hayes TL, Horak FB. Validating and
calibrating the Nintendo Wii balance board to derive reliable center of
pressure measures. Sensors (Basel). 2014;14:18244–67.
52. Priplata AA, Patritti BL, Niemi JB, Hughes R, Gravelle DC, Lipsitz LA, Veves A,
Stein J, Bonato P, Collins JJ. Noise-enhanced balance control in patients
with diabetes and patients with stroke. Ann Neurol. 2006;59:4–12.
53. Rougier P, Faucher M, Cantalloube S, Lamotte D, Vinti M, Thoumie P. How
proprioceptive impairments affect quiet standing in patients with multiple
sclerosis. Somatosens Mot Res. 2007;24:41–51.
•  We accept pre-submission inquiries 
•  Our selector tool helps you to find the most relevant journal
•  We provide round the clock customer support 
•  Convenient online submission
•  Thorough peer review
•  Inclusion in PubMed and all major indexing services 
•  Maximum visibility for your research
Submit your manuscript at
www.biomedcentral.com/submit
Submit your next manuscript to BioMed Central 
and we will help you at every step:
Severini et al. Journal of NeuroEngineering and Rehabilitation  (2017) 14:19 Page 14 of 14
